Computer processing of oxygen dissociation curves.
Oxygen dissociation curves (ODC) plotted by a semi-automatic analyzer are subsequently processed by a digital computer. This computer processing provides a complete determination of the ODC, hence offering more information than the single P50 generally used. The programs consist of three successive modules each with a higher degree of sophistication in the processing. The mass handling of the curves is also described.